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C l ionc us ons:
 Due to injection uncertainties, calculated HCHO could not be used as a 
reference standard.
 In dry synthetic air, hydrazine-to-hydrazone conversion was greatly 
suppressed in the DNPH cartridges resulting in highly under estimated 
HCHO levels by the DNPH-HPLC. 
1 With O3 present at 44±2 nmol mol- both DOAS and PTR-MS produced 
significantly higher levels than the Hantzsch AL4021 and the DNPH-HPLC 
methods The bias varied with time and/or HCHO concentration and.          
remains unexplained so far.
 The PTR-MS in its optimized mode of operation proved to be a promising             
tool for online sub-ppb detection of HCHO, also at low air humidity (<1%).
 A validated reference standard should be developed against which the          
accuracy of the individual instruments can be assessed.
7 | R. Steinbrecher | IMK-IFU | 29.06.2010
KIT – Karlsruher Institut für Technologie
Universität des Landes Baden-Württemberg 
und nationales Forschungszentrum 
in der Helmholtz-Gemeinschaftd
